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Article

Introduction

Hallux rigidus (HR) is the most common arthritic condition 
of the foot.17 Its prevalence ranges from 2% to 10% in peo-
ple aged 20 to 34 years, increasing to 45% in people aged 
75 to 79 years.16 Although a common entity, there is cur-
rently no consensus on the optimal operative intervention 
for this condition.12,14,17 Historically, the most commonly 
performed procedure in patients with moderate to severe 
HR is arthrodesis; however, this procedure leaves the 
patient with no motion through the first metatarsophalan-
geal (MTP) joint.17 Newer techniques have focused on pro-
cedures that maintain range of motion (ROM) and allow 
patients to weight-bear immediately following surgery.

A variety of great toe implants have been developed in 
an attempt to maintain motion in the setting of HR.  

The majority of these implants have failed as a result of 
loosening, malalignment, dislocation, subsidence, implant 
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Abstract
Background: Hallux rigidus is the most common arthritic condition of the foot. A randomized clinical trial of first 
metatarsophalangeal (MTP) joint hemiarthroplasty with a polyvinyl alcohol (PVA) hydrogel implant (Cartiva) demonstrated 
pain relief and functional outcomes equivalent to first MTP arthrodesis at 2 years postoperation, with no cases of implant 
fragmentation, wear, or bone loss. We prospectively determined 5-year outcomes of first MTP hemiarthroplasty with the 
PVA hydrogel implant.
Methods: Patients who underwent first PVA hydrogel MTP hemiarthroplasty in the previously reported trial were 
evaluated at 5 years postoperatively. Patients underwent physical examination and radiographic evaluation and completed 
a pain VAS, the Short-Form-36 (SF-36), and the Foot and Ankle Ability Measure (FAAM) sports subscale and activities of 
daily living (ADL) subscale. At the time of this study, 29 patients had reached 5 years’ follow-up. Two were lost to follow-
up, leaving 27 patients with mean age 56.1 (range, 40.1-71.9) years. Mean follow-up was 5.4 (range, 4.9-6.4) years.
Results: Postoperative active MTP natural joint dorsiflexion and peak MTP dorsiflexion were mean 18.2 (range, 10.0-
30.0) and 29.7 (range, 10.0-45.0) degrees, respectively. Pain VAS, SF-36 PCS, FAAM ADL, and FAAM Sports scores 
demonstrated clinically and statistically significant improvements. Radiographically, no patient demonstrated changes in 
implant position, implant loosening or subsidence, or implant wear. One implant was removed because of persistent pain 
and converted to fusion 2 years postoperation.
Conclusion: Five years following first MTP hemiarthroplasty with a PVA hydrogel implant, functional outcomes improved 
significantly, pain was reduced significantly, and the implant demonstrated excellent survivorship.
Level of Evidence: Level IV, prospective case series.
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fragmentation, and bone loss.17,18 In these cases, salvage to 
arthrodesis is more complicated and results in shortening 
of the first ray or requires structural bone graft to establish 
length.5,7

A novel polyvinyl alcohol (PVA) hydrogel implant 
(Cartiva Synthetic Cartilage Implant; Cartiva Inc, 
Alpharetta, GA) has recently been developed.18 This syn-
thetic material has a water content comparable to healthy 
cartilage and a compressive modulus and tensile strength 
similar to human articular cartilage.2,13 These biomechani-
cal features make it an ideal material for use in hemiarthro-
plasty of the first MTP joint.

The efficacy and safety of this small PVA hydrogel 
implant in comparison to first MTP arthrodesis was recently 
evaluated in a prospective, randomized, clinical trial con-
ducted at 12 centers in Canada and the United Kingdom. At 
the 2-year follow-up, the implant hemiarthroplasty demon-
strated equivalent pain relief and functional outcomes to 
first MTP arthrodesis, with no cases of implant fragmenta-
tion, wear, or bone loss.4 The purpose of this prospective 
study was to determine the mid-term (ie, 5-year) outcomes 
of patients who underwent PVA hydrogel hemiarthroplasty 
of the first MTP joint at 3 Canadian centers who partici-
pated in the randomized clinical trial.

Methods

Patients who had undergone first MTP hemiarthroplasty 
with the PVA hydrogel implant (Cartiva) as part of the pre-
viously reported randomized clinical trial4 were evaluated 
at least 5 years postoperation. Patients included in this study 
had been diagnosed with grade II, III, or IV hallux rigidus 
and received the synthetic implant in the original clinical 
trial at one of 3 Canadian sites: (1) Queen Elizabeth II 
Health Sciences Center/Dalhousie University, (2) St. 
Michael’s Hospital/University of Toronto, and (3) St. Paul’s 
Hospital/University of British Columbia. This study was 
approved prospectively by the Research Ethics Boards at 
each institution. Sixty-eight patients were enrolled and ran-
domized to receive the PVA hydrogel implant at the 3 
Canadian sites included in this study. At the time of this 
study, 29 patients had reached the 5-year follow-up time 
point and were therefore eligible for this midterm follow-up 
study. Two patients were lost to follow-up, leaving 27 
patients: 21 females (78%) and 6 males (22%). Their mean 
age was 56.1 (range, 40.1-71.9) years. Patients had an aver-
age body mass index (BMI) of 27.1 (range, 19.2-36.8). The 
mean time from surgery to follow-up was 5.4 (range, 4.9-
6.4) years.

The standardized operative technique used for the syn-
thetic cartilage implant and postoperative care are described 
elsewhere.4 At the 5-year evaluation, all patients completed a 
pain visual analog scale (VAS), the validated Short-Form-36 
(SF-36) Health Survey Standard Version 26 (a component of 

the American Academy of Orthopaedic Surgeons MODEMS 
Questionnaire), the validated Foot and Ankle Ability Measure 
(FAAM) sports subscale and activities of daily living (ADL) 
subscale11 with self-reported current level of functioning on a 
0-100 percentage point scale, and patient satisfaction ques-
tions. The minimal clinically important difference (MCID) 
determined for the VAS is ≥30% difference,4 for the SF-36 
Physical Component Summary (PCS) score is 2.0 points,1 for 
the FAAM sports score is 9 points,4 and for the FAAM ADL 
score is 8 points.4

Patients also underwent a physical examination and 
radiographic evaluation. Standing (ie, weight-bearing) 
anteroposterior and lateral radiographs were evaluated for 
implant position, residual bone stock, cyst formation, 
presence or absence of avascular necrosis, device frag-
mentation, radiolucency, bony reactions, and heterotropic 
ossification. Active ROM of the first MTP was measured 
using a goniometer with the patient standing, that is, 
weight-bearing, as follows: (1) active MTP axial joint 
alignment (varus/valgus), (2) active MTP natural dorsi-
flexion (ie, rest position), and (3) active MTP peak (maxi-
mum) dorsiflexion (Figure 1).

Statistical Analysis

Descriptive statistics were generated for demographic and 
outcome variables, including mean, standard deviation 
(SD), range, and 95% confidence intervals (95% CIs). 
Statistical significance was set at P ≤ .05 and statistical soft-
ware (SPSS Statistics, version 23; IBM Corp, Armonk, NY) 
was used for analyses. Distributions of all variables and 
scores (overall and subscale) were examined for normality 
using several methods (histogram, Kolmogorov-Smirnov 
statistic, skewness, and kurtosis). Based on the small sam-
ple size and nonnormal distribution of several variables, 

Figure 1. Measurement of dorsiflexion.
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Wilcoxon signed-rank tests were used to compare baseline 
and postoperative values.

Results

Implant survivorship at 5.4 years was 96%. One implant 
(4%) was removed from a 47-year-old female with BMI of 
34.9 because of persistent pain, and the joint was converted 
to fusion at 2 years postoperation. Thus, 26 patients with 
implants were available for evaluation at the 5-year 
follow-up.

On final examination, active MTP natural joint dorsi-
flexion was a mean of 18.2 (range, 10.0-30.0) degrees, 
compared with a mean of 9.4 (range, 0.0-25.0) degrees pre-
operatively (P < .001). Peak MTP dorsiflexion was 29.7 
(range, 10.0-45.0) degrees at final follow-up, compared with 
20.9 (range, 0.0-50.0) degrees preoperatively (P < .02). The 
postoperative axial MTP joint alignment was 9.3 (range,  
0.0-18.0) degrees.

Patient-reported outcome measures demonstrated clini-
cally and statistically significant improvements at 5 years 
following PVA hydrogel hemiarthroplasty compared with 
preoperative assessment. The mean pain VAS improved by 
more than 58 points from baseline to follow-up (P < .001) 
(Figure 2). The mean SF-36 PCS score also improved, from 
39.5 (range, 22.0-54.0) points at baseline to 52.2 (range, 
25.2-61.6) postoperatively (P < .001). With the number of 
patients in this sample, no significant difference could be 
detected in SF-36 mental component summary (MCS) 
scores at baseline (mean 55.6 points; range, 30.7-70.6) com-
pared with follow-up (mean 54.5 points; range, 25.5-62.9; P 
= .29). The mean FAAM ADL subscale score improved by 
more than 33 points from baseline to final follow-up (P < 
.001) (Figure 3), with a postoperative current level of func-
tion of 92.6% (range, 50.0-100.0). The mean FAAM Sports 
subscale score also improved, by more than 50 points, from 
baseline to final follow-up (P < .001) (Figure 4), with a post-
operative current level of function during sports-related 
activities of 92.3% (range, 50.0-100.0).

When patients were asked if their overall well-being had 
improved since surgery, 18 (69%) strongly agreed and 8 
(30%) agreed. Seventeen (65%) patients rated their overall 
level of function as normal, 8 (31%) rated it as nearly nor-
mal, and 1 (4%) rated it as abnormal. When asked if patients 
would undergo the procedure again, 25 (96%) stated they 
would, whereas 1 (4%) stated they would not.

Radiographs for 23 of 27 patients were available for 
review at 5-year follow-up. No patient demonstrated 
changes in implant position. There were no signs of implant 
loosening or subsidence and no evidence of implant wear. 
Two patients developed cysts in the proximal phalanx, but 
none required revision surgery. There were no cases of cyst 
formation in the metatarsal head. Eight patients developed 
osteophytes at the first MTP joint, but none required sur-
gery. One patient had the implant removed and was con-
verted to fusion, as described above.

Discussion

At 5 years following first MTP hemiarthroplasty with a 
novel PVA hydrogel implant, functional outcomes improved 

Figure 2. Mean VAS Pain scores, from baseline to final follow-
up at mean 5.4 (range, 4.9-6.4) years. Error bars represent 
standard error of the mean. VAS, visual analog scale.

Figure 3. Mean FAAM Activities of Daily Living (ADL) subscale 
scores, from baseline to final follow-up at mean 5.4 (range, 
4.9-6.4) years. Error bars represent standard error of the mean. 
FAAM, Foot and Ankle Ability Measure.

Figure 4. Mean FAAM Sports subscale scores, from baseline 
to final follow-up at mean 5.4 (range, 4.9-6.4) years. Error bars 
represent standard error of the mean. FAAM, Foot and Ankle 
Ability Measure.
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significantly, pain was reduced significantly, patients were 
satisfied with the procedure, and the implant demonstrated 
excellent survivorship.

The efficacy and safety of this implant compared to first 
MTP arthrodesis at 2 years follow-up were previously dem-
onstrated in a randomized, clinical trial conducted at 12 
centers in Canada and the United Kingdom.4 The various 
outcome scores recorded at the 2-year follow-up in the pre-
vious study were consistently maintained at the 5-year fol-
low-up in the subset of patients from 3 Canadian sites 
evaluated in the current study. For example, the mean 
FAAM ADL score was 92.7 (range, 51.2-100.0) and the 
mean FAAM Sports score was 82.3 (range, 25.0-100.0) at 
the 2-year follow-up, compared with 95.3 and 89.4, respec-
tively, at the 5-year follow-up.

The PVA hydrogel implant hemiarthroplasty demon-
strated no cases of implant fragmentation, wear, or bone 
loss. The implant had 96% survivorship at 5 years, with 
only 1 patient requiring a conversion to arthrodesis because 
of persistent pain. In contrast, early silastic implants had 
high failure rates as a result of implant loosening, subsid-
ence and fracture, as well as wear debris and bone erosion.17 
Similarly, multiple studies of different metal alloy implants 
have demonstrated problems with osteolysis, periprosthetic 
radiolucency, subsidence, loosening, and instability.17,18 
The PVA hydrogel implant is softer than the titanium and 
cobalt used in metal implants and has a water content and 
mechanical properties similar to healthy human cartilage.2,13 
It can withstand shear and axial load forces beyond those 
experienced in the great toe, without fragmentation.

Range of motion through the MTP joint improved fol-
lowing hemiarthroplasty with the PVA hydrogel implant 
compared with baseline, to an active peak dorsiflexion of 
29.7 degrees at 5 years postoperation in our patient cohort. 
This is also consistent with the mean active peak dorsiflex-
ion of 29 degrees reported for the larger PVA hydrogel 
hemiarthroplasty cohort in the randomized trial at 2 years 
postoperation.4 The maintenance of great toe motion with 
this procedure is a major benefit for patients.

This study reports clinical outcomes for the first 43% of 
patients to reach 5 years’ follow-up after first MTP hemiar-
throplasty with a novel VA hydrogel implant. In approxi-
mately 4 years, further follow-up of the entire cohort will 
provide the 5- to 10-year outcomes for the full patient 
cohort.

Strengths of this study include the prospective study 
design and the midterm follow-up of mean 5.4 years. There 
is a notable paucity of information in the literature, with few 
reports of outcomes at a mean of 5 or more years following 
first MTP hemiarthroplasty with an implant.9,15

This study has limitations. The size of the cohort is 
small, but is consistent with other reports of first MTP 
hemiarthroplasty with various implants.3,8-10 This study did 
not compare outcomes to those of patients who underwent 

arthrodesis, as midterm survivorship of the implant was the 
primary outcome. Radiographic follow-up was available 
for most (85%), but not all, patients. Finally, generalizabil-
ity of these results is limited, as only the first 43% of patients 
from the randomized trial were evaluated.

In conclusion, the PVA hydrogel implant decreased pain 
and improved and maintained function and dorsiflexion 5 
years following first MTP hemiarthroplasty. The implant 
demonstrated excellent survivorship, and overall patients 
were very satisfied with the procedure and would choose to 
undergo the procedure again. These results are promising as 
a viable alternative to fusion of the first MTP joint for man-
agement of moderate to severe hallux rigidus.
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